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This  study  was  essentially  exploratory  in  nature  to 
provide  general  information  relative  to  the  properties  of 
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ABSTRACT 


Laboratory  measurements  of  the  total  and  spectral  infra¬ 
red  radiation  emitted  by  textile  materials,  as  applicable  to 
the  cuter  layer  of  a  uniform,  were  made  with  an  interferometer 
spectrometer.  The  effects  of  changes  in  the  environmental 
parameters  of  the  fabric,  such  as  background  temperature, 
fabric  temperature,  and  humidity,  were  studied.  For  this 
report  twelve  different  fabrics  with  a  diversity  of  weaves 
and  surface  roughnesses  were  studied.  The  fifty-five  spec¬ 
tra  of  these  fabr ics , which  are  published  in  this  report, 
cover  a  wide  range  of  fabric  temperature,  background  tem¬ 
perature,  anc  humidity. 

It  was  found  that  the  weave  of  the  fabric  acts  as  many 
small  blackbody  radiators  and  tends  to  mask  any  spectral  de¬ 
tail  that  may  be  present.  Further  masking  of  detail  is  done 
by  reflected  background  radiation.  It  was  found  that  a 
fluctuation  in  background  temperature,  fabric  temperature, 
or  humidity  caused  a  change  in  the  spectral  characteristics 
of  the  fabric. 

Spectra  of  terrain  features  are  presented  and  are  com¬ 
pared  to  the  spectra  of  the  fabrics.  It  is  shown  that  there 
is  a  spectral  similarity  between  the  fabric  and  terrain 
features  because  both  are  subject  to  spectral  masking  by 
background  and  sample  characteristics.  In  the  field,  there 
is  inter-reflection  between  the  terrain  features  and  the  sam¬ 
ple,  akv  radiance,  atmospheric  absorption,  and  reflection 
from  background  objects  of  the  fabric,  giving  a  spectrum 
that  is  not  representative  of  the  sample. 
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STUDY  OF  THE  SURFACE  EMISSIVITY 
OF  TEXTILE  FABRICS  AND  MATERIALS  IN  THE  I  TO  15 p  RANGE 


I.  INTRODUCTION 

Under  the  subject  contract,  Block  Engineering,  Inc.  ob¬ 
tained  measurements  of  the  total  and  spectral  infrared  radia¬ 
tion  emitted  by  textile  materials  as  applicable  to  the  outer 
layer  of  a  uniform  and  related  these  measurements  to  compar¬ 
able  characteristics  of  the  terrain.  At  the  outset  of  this 
measurement  program,  little  published  information  was  avail¬ 
able  on  the  infrared  spectra  of  fabrics,  and  it  was  no*  known 
whether  sample  composition  or  sample  environment  w*s  the  more 
relevant  parameter  affecting  differences  in  observed  sample 
spectra.  The  first  group  of  measurements  obtained  on  this 
program  were  spectra  of  twelve  different  dry  fabric  samples 
maintained  at  the  50°  to  60°C  range  in  a  room  environment 
of  20°C.  Subsequently,  sample  measurements  were  made  under 
various  environmental  conditions. 

Five  of  these  twelve  fabrics  were  selected  for  further 
study  of  the  effects  that  fabric  environment  has  on  the 
spectra.  The  effects  of  controlled  variations  in  temper¬ 
ature,  humidity,  infrared  background,  and  fabric  insulation 
on  the  spectra  of  the  five  selected  fabrics  were  measured. 

The  major  part  of  this  report  consists  of  a  description  of 
the  apparatus  and  an  interpretation  of  the  data  taken  accor¬ 
ding  to  this  plan. 

The  jpectra  submitted  in  this  report  (Appendix  A)  were 
obtained  with  a  Block  Model  I-4T  interferometer  and  a  Block 
Coadder  (coherent  information  adder).  Spectral  data  were 
computer-processed,  using  two  specially  written  programs  that 
are  included  in  Appendix  B. 

II.  THEORETICAL  CONSIDERATIONS 

A.  Infrared  Radiation  Theory 

Atomic  and  molecular  activity  is  found  in  every  object 
whose  temperature  is  above  that  of  absolute  zero  Kelvin 
(-273.15°C).  As  a  result  of  this  atomic  and  molecular  activ¬ 
ity,  electromagnetic  radiation  is  emitted  from  these  objects. 
The  wavelength  of  this  radiation  extends  from  gamma 
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radiation  (.003A)  to  beyond  the  wavelength  used  in  radar 
(30  cm).  The  visible  region  of  this  electromagnetic  spec¬ 
trum  is  from  about  4000A  (violet  light)  to  about  8000A  (red 
light).  From  8000A  to  past  100  microns  (1,000,00C>A)  is  the 
region  of  the  electromagnetic  spectrum  known  as  the  infrared. 
The  region  commonly  called  "near  infrared"  extends  in  wave¬ 
length  from  about  l(i  to  25\i  and  is  the  region  of  interest 
in  this  discussion^-. 

Certain  bodies,.,  known  as  "black"  or  "grey"  bodies, 
emit  a  continuous  band  of  radiation  which  has  its  maximum 
intensity  at  a  particular  wavelength  depending  on  the  tem¬ 
perature  of  the  body;  the  lower  the  temperature,  the  longer 
the  wavelength  of  this  maximum.  For  example,  a  body  at  room 
temperature  emits  maximum  intensity  radiation  at  about  9.6n, 
and  a  source  at  900°C  has  a  maximum  in  the  region  of  2.4^. 
Fabrics  and  terrain  normally  emit  ‘as  black  or  grey  bodies 
since  they  have  no  discrete  spectral  emissions. 

The  ideal  emitter  and  absorber  of  radiation  is  a  body 
that  absorbs  all  the  radiation  incident  on  it.  This  is 
called  a  blackbody  radiator.  If  such  a  body  were  placed  in 
a  uniform  temperature  enclosure,  it  would  come  to  equilibrium 
at  the  temperature  of  the  enclosure  and  would  therefore  emit 
just  as  much  radiation  as  it  absorbs.  The  radiant  power- 
emitted  between  the  wavelengths  A  to (A  +  dA)  is  given  by 
Planck's  distribution  law: 


EAdA 
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h  =  Planck's  constant 
c  =  Velocity  of  light 
c2  =  hc/k  when  k  is  Boltzmann's  constant. 


The  curves  described  by  the  blackbody  equation  for 
several  different  temperatures  are  shown  in  Figure  1.  The 
integral  of  this  equation  would  be  the  total  emission  of  the 
blackbody  at  a  given  T^'^. 
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The  emissivity  of  the  ideal  blackbody  radiator  is  taken 
as  1  at  all  wavelengths.  Then  all  bodies  whose  emissivity 
is  less  than  that  of  a  blackbody  would  have  an  emissivity 
of  something  less  than  1.  Such  a  body  is  called  a  grey  body. 
The  value  for  the  emissivity  of  various  materials  is  given 
below:  2 


TABLE  I 

EMISSIVITY  OF  VARIOUS  MATERIALS 


Material 

Paper 

Cotton  Cloth 

Wool  Cloth 

Nylon 

Sand 

Wood 

Bricks 


Emissivity 

.94 

.77 

.78 

.85 

.95 

o 90  -  .92 
.93 


With  a  properly  calibrated  spectrometer,  it  is  possible 
to  determine  the  total  emission  from  an  infrared  source  with 
emissivity  less  than  1.  In  this  report,  the  total  emission 
of  various  fabrics  will  be  studied  with  respect  to  the  spec¬ 
tral  distribution  of  radiation  for  each  type  of  fabric.  The 
measurements  made,  show  that  a  fabric  emit3  nearly  as  a  black¬ 
body.  The  small  cavities  due  to  the  weave  of  the  fabric  act 
as  good  blackbody  radiators,  thus  explaining  why  the  spectrum 
of  the  fabric  is  very  similar  to  Planck's  curve  for  a  black¬ 
body  at  the  same  temperature. 

B.  Theory  of  Operation  and  Calibration  of  Instrument 

As  the  operation  of  the  Block  Interferometer  Spectrom¬ 
eter  is  unique  when  compared  to  other  spectrometers,  a  dis¬ 
cussion  of  the  theory  of  operation  and  circuitry  of  the 
Block  Model  I-4T  will  be  given  before  the  calibration  pro¬ 
cedure  so  that  the  calibration  and  experimentation  may  be 
more  fully  understood. 
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1.  Optics:  An  optical  diagram  of  a  Michelson  inter¬ 
ferometer  is  given  in  Figure  2.  There  are  two  mirrors,  Ml  and 
M2?  a  beamsplitter  plate,  S?  and  a  compensator  plate,  C. 

Plates  S  and  C  are  made  to  the  same  thickness  and  of  identical 
material.  On  its  inner  surface  the  beamsplitter  plate  carries 
a  semi-reflecting  coat,  shown  dotted  in  the  diagram.  The  planes 
of  the  two  mirrors  and  the  semi-reflecting  coat  intersect  in 
one  line  when  the  moving  element  of  the  transducer  is  crossing 
its  zero  position,  i.e.,  when  Ml  is  at  x  =  0. 

Consider  a  beam  such  as  a  entering  the  interferometer. 

The  ray  is  divided  into  two  beams,  a^  and  a2,  at  the  semi- 
reflecting  coat.  If  beams  a^  and  a2  return  to  the  beamsplit¬ 
ter  in  phase,  they  will  constructively  interfere.  That  is, 
their  amplitudes  will  add  vectorially/  and  50%  of  the  energy 
(neglecting  losses  except  for  the  50%  transmission  at  the 
beamsplitter)  of  beam  a  will  appear  as  beam  b^.  However, 
if  there  is  a  phase  difference  between  the  two,  caused  by 
unequal  paths,  there  will  be  partial  destructive  interference. 
This  interference  manifests  itself  in  two  ways:  (1)  it  is 
seen  by  the  detector  as  a  decrease  in  signal  level;  and 
(2)  it  can  be  seen  in  the  corresponding  increase  in  ampli¬ 
tude  of  b2,  since  b^  +  b2  are  180°  out  of  phase  with  a^  + 


Now  the  phase  of  a^  with  respect  to  that  of  a2  can  be 
changed  by  moving  mirror  Ml.  In  the  interferometer,  the 
mirror  corresponding  to  Ml  is  attached  to  a  linear  actuator. 
The  relationship  of  the  position  of  Ml  to  the  intensity  of 
al  +  a2  can  ^  state<3  as: 


I  =  IqA  (1  +  COS  27TVX)  (1) 

where  I  is  the  intensity  of  a-^  +  a2,  IQ  is  the  intensity  of 
ja,  x  is  the  mirror  excursion,  v  is  the  wave  number,  and  A  is 
the  modulation  efficiency,  a  number  always  less  than  0.5. 

The  excursion  of  Ml  is  always  measured  from  zero-retardation, 
the  position  at  which  the  paths  taken  by  rays  a^  and  a2  are 
equal.  Note  that  for  an  excursion  cf  x,  the  retardation  or 
difference  in  path  lengths  of  a^  and  a2  is  2x.  Also  note 
that  so  long  as  these  rays  remain  parallel,  the  wave  fronts 
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Figure  it  Optical  Diagram  of  a  Michalaon  Z  n tar  f aroma  tar 
(Diaplacamant  X  of  MI  Producing  Retardation  2X) 
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remain  parallel  and  will  interfere,  even  though  they  cure 
laterally  separated. 

In  the  interferometer,  mirror  Ml  is  moved  by  a  trans¬ 
ducer  (linear  actuator)  responding  to  a  voltage  supplied  as 
a  sawtooth  wave,  so  that  the  mirror  travels  at  constant  vel¬ 
ocity  for  most  of  the  scan  cycle.  This  velocity  can  be 
defined  in  terms  of  a  peak-to-peak  retardation  B,  mirror  Ml 
moving  from  -B/4  to  +b/4  during  the  constant  velocity  period, 

T  .  Thus,  we  have 
B 

X(t)  =  B(t)/2  (2) 


i 


i 

i 


where  x  is  the  instantaneous  displacement  of  mirror  Ml. 

Substituting  Equation  (2)  into  Equation  (1),  the  in¬ 
tensity  transmitted  by  the  interferometer  is  given  by: 


I  =  IqA  1  +  cos  2rvB(t). 


(3) 


Thus,  it  is  seen  that  the  transmission  is  periodic 
and  has  a  frequency  iv,  which  depends  upon  the  wave  number 
of  the  incident  radiation: 


f  = 
v 


VB/Tfi. 


(4) 


Equation  (4)  is  derived  by  considering  the  number  of 
waves  of  incident  radiation,  vB,  contained  within  the  re¬ 
tardation  distance  B.  Therefore,  the  frequency  which  results 
when  a  retardation  interval  B,  scanned  at  a  time  T,  is  vB/T. 
This  fundamental  relationship  shows  that  the  output  frequen¬ 
cies  of  the  interferometer  spectrometer  are  related  one-to- 
one  to  the  wave  number  of  the  input  radiation  and  that  B  and 
T  can  be  varied  to  adjust  the  output  frequency  and  resolution. 

2.  Electronics:  Infrared  radiation  incident  on 

the  Bolometer  detector  causes  a  change  in  the  resistance  of 
the  active  element,  or  flake,  in  direct  proportion  to  the  in¬ 
tensity  of  the  energy.  The  detector  is  biased  with  a  high 
frequency  voltage  to 
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provide  a  signal  suitable  for  amplification.  A  low  noise 
preamplifier  amplifies  the  detector  signal  and  provides  the 
low  output  impedance  needed  for  minimum  pick-up  in  the  long 
inter-connection  cable  between  the  optical  head  and  data 
reduction  unit.  See  Figure  3  for  a  flow  diagram  of  the 
circuitry. 

The  preamplifier  is  followed  by  a  constant  impedance 
stepped  attenuator  consisting  of  a  compensated  resistance 
divider.  The  five  attenuation  steps,  selected  by  a  front 
panel  control,  are  unity,  1/3,  1/10,  1/30,  and  1/100  of  the 
signal  level. 

The  3- stage  post  amplifier  has  a  gain  of  approximately 
400.  A  feedback  loop  provides  added  high  frequency  stability 
to  the  system.  The  amplifier  is  designed  to  render  an  un¬ 
distorted  signal  output  of  approximately  14  volts  peak-to- 
peak  into  a  load  exceeding  100K  ohms;  maximum  output  is  20 
volts  peak- to- peak.  Lower  impedances  are  permissible  but 
some  dynamic  range  is  sacrificed. 

Figure  4  illustrates  the  mirror  drive  circuitry.  The 
sweep  generator  and  transducer  drive  are  coupled  at  the  SWEEP 
LENGTH  control  on  the  front  panel  so,  as  the  sweep  length  is 
reduced,  the  sweep  time  is  also  reduced.  The  sweep  time 
control  uses  an  operational  amplifier  and  a  monostable  mul¬ 
tivibrator.  The  ramp  rise  time  of  the  sawtooth  waveform  is 
determined  by  increasing  or  decreasing  the  charging  rate  of 
a  resistance-capacitance  network  in  the  feedback  loop  of 
the  operation  amplifier.  The  linear  drive  for  the  mirror 
transducer  is  obtained  from  a  low  impedance  output  amplifier. 
Sweep  length,  or  the  physical  movement  of  the  mirror,  is  con¬ 
trolled  by  varying  the  transducer  drive  voltage. 

The  output  from  the  post- amplifier  shown  in  Figure  2  is 
modified  by  a  variable  bandpass  filter.  The  filter  has  a 
roll-off  of  12  db  per  octave  on  both  the  high  and  low  side. 

It  is  used  to  reduce  the  spurious  noise  entering  the  analog- 
to-digital  converter. 

The  Coadder  repeatedly  samples  the  filtered  output  of 
the  interferometer  electronics  ( int.erferogram)  at  a  rate 
which  is  more  than  twice  the  maximum  frequency  present  in 
the  signal  of  interest.  The  samples  are  sequentially  digi¬ 
tized  and  stored  in  the  core  memory.  Each  series  of  samples 
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is  initiated  by  a  triggering  pulse  supplied  by  the  interfero-  I 

gram.  Therefore,  the  samples  from  successive  interferograms 
correspond  precisely  in  time.  Their  levels  are  digitally 
added  in  the  memory;  the  coherent  signal  increases  linearly 
in  amplitude  with  the  number  of  interferograms  accumulated. 

I 

The  noise  present  as  the  input  accumulates,  due  to  its 
random  character,  in  such  a  way  that  the  noise  power  increases  i 

linearly  with  the  number  of  scans.  Its  root-mean-square  (rms) 
value  therefore  increases  only  by  the  square  root  of  the  num¬ 
ber  of  scans.  The  resultant  gain  in  the  coherent  signal 

relative  to  the  noise.,  is  thus,  Vh  where  n  is  the  number  of  ( 

times  the  same  signal  is  sampled.  For  example,  if  the  Co¬ 
adder  accumulates  as  few  as  16  interferograms,  the  signal- to- 
noise  ratio  will  be  increased  by  a  factor  of  four. 

The  Coadder  memory  contains  1024  words;  a  maximum  of 
1024  sample  points  may  be  taken.  Each  sample  is  digitized 
by  an  8-bit  A-to-D  converter  that  accepts  a  maximum  signal  • 

of  9  volts  peak-to-peak.  Since  the  capacity  of  each  word 
in  the  memory  is  16  bits,  it  is  possible  to  coadd  up  to  256 
interferograms  with  9- volt  peak-to-peak  components.  Small-  | 

er  amplitude  interferograms,  of  course,  may  be  coadded  many 
more  times. 

C.  Calibration 

t 

Prior  to  measurements  of  fabric  emission,  three  dif-  j 

ferent  calibrations  were  performed  on  the  interferometer.  ; 

First,  the  wavelength  scale  of  the  instrument  was  determined.  j 

Second,  the  instrument's  effective  f ield-of-view  was  deter¬ 
mined.  Third,  the  spectral  responsivity  of  the  instrument 
was  determined  over  the  wavelength  region  to  be  used.  i 

i 

1.  Wavelength  Calibration;  The  interferometer  I 

spectrometer  heterodynes  the  very  high  elf  tromagnetic  frequen-  j 

cies  present  in  the  incident  radiation  dowr  to  audio  frequencies.  < 

If  a  beam  of  light  of  a  single  frequency,  v,  is  split  and  sent  i  i 

over  different  optical  paths  and  then  recombined,  the  light  i 

will  constructively  or  destructively  interfere,  depending  on  j 

the  difference  in  path  lengths.  If  this  interference  is  in-  ! 

cident  on  a  detector,  then  the  ensuing  signal  will  be  a  sine  ( 

function  of  frequency  m,  which  is  directly  proportional  to  j 

the  frequency  of  incident  radiation,  v. 

j 
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The  ratio  M/v  equals  a  constant,  K,  for  every  point 
throughout  the  spectrum.  For  this  calibration,  the  instru¬ 
ment  viewed  a  known  temperature  blackbody  source,  with  a 
1-mil-thick  sheet  of  polystyrene  between  the  source  and  the 
entrance  aperture.  The  resulting  spectrum  is  that  of  a 
blackbody  with  the  polystyrene  absorption  lines  present,  as 
shown  in  Figure  fi. 


Wavelength  n 

Figure  5t  Absorption  Spectrum  1  mil.  Thick 
Polystyrene 

5 

The  absorption  lines  of  polystyrene  are  well  identified, 

i.e. ,  their  exact  wavelengths  are  known  and  from  them  the 

calculation  of  lH/\>  can  be  carried  out.  The  value  K  determined 

by  this  method  is  accurate  to  +  5  cm"'*-,  while  the  instrument 
•  *1  — 
has  a  resolution  of  60  cm-1 

The  pertinent  equation  relating  audio  frequency  to 
wavelength  is 


f  =  B/TA. 

f  =  audio  frequency  in  cps. 

B  =  optical  retardation  in  microns. 
T  =  sweep  time  in  seconds. 

A  =  wavelength  in  microns. 
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The  equation  can  be  written  as 


-  ?• 


Since  B  and  T  are  constant  for  any  given  series  of  measure¬ 
ments,  fA  must  also  be  constant. 

a.  Field  of  View:  The  effective  field  of  view  of 
the  instrument  was  determined  by  having  the  instrument  view  a 
chopped  collimated  source.  The  optical  head  was  placed  on  a 
vernier  rotary  table  capable  of  controlled  movement  along  both 
hori zontal  and  vertical  axes.  The  chopped  source  was  viewed 
and  c.ie  output  recorded  for  every  degree  from  zero  output  on 
one  side  of  the  field  to  zero  output  on  the  other  side.  This 
was  done  for  both  the  horizontal  and  vertical  axes,  and  then 
plotted  as  output  versus  position.  The  points  where  the  roll¬ 
off  on  either  side  of  center  position  is  reduced  by  6  db  are 
marked  and  the  area  between  is  considered  to  be  the  effective 
f ield-of-view,  since  the  6  db  points  are  considered  to  be  the 
half-power  points  in  a  uniformly  varying  field  of  view,  and 
to  describe  the  effective  response  of  the  instrument. 


-6  db 


Figure  6:  Horizontal  Scan  Field  of  View 


> 


3.  Instrument  Responsivity;  The  responsivity  of 
the  interfere  ater  was  obtained  by  focussing  it  on  a  blackbody 
cone  and  measuring  the  spectra  of  the  blackbody  at  a  large 
number  'f  temperatures,  both  higher  and  lower  than  the  temper¬ 
ature  of  the  detector.  The  temperature  of  the  blackbody  cone 
was  monitored  by  thermocouples  located  on  its  aluminum  surface. 
Figure  7  portrays  the  arrangement  used.  The  spectral  respon¬ 
sivity  of  the  system  is  calculated  from  the  formula 


where: 

=  measured  voltage  at  wavelength  A 

A 

Ns  =  blackbody  radiance  at  wavelength  A 
A 

Nd  =  detector  radiance  at  wavelength  A 


The  final  Re  is  determined  by  a  least  mean  square  fit 
using  values  determined  for  the  different  source  tempera¬ 
tures.  The  spectral  responsivity  curve  for  the  spectrometer 
is  shown  in  Figure  8. 

The  computed  responsivity  of  the  instrument  as  a 
function  of  wavelength  was  used  as  one  of  the  inputs  to 
computer  Program  b,  which  corrected  the  spectra  to  read  out 
in  absolute  radiance  versus  wavelength.  The  spectrum  for 
each  fabric  sample  is  the  absolute  power  spectrum  of  that 
sample  for  the  environmental  conditions  under  which  the 
measurements  were  made. 

III.  EXPERIMENTAL  PREPARATIONS  AND  PROCEDURES 


A.  Experimental  Procedure 

The  experimental  arrangement  used  for  spectral  measure¬ 
ments  of  the  fabric  samples  is  illustrated  schematically  in 
Figure  9.  The  equipment  used  consisted  of  the  following: 
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Figure  8s  Responsivity  Calibration 


1.  Cold  Be., 

2.  Hotplate  with  fabric  sample  attached 

3.  Temperature  monitoring  and  controlling  unit 

4.  interferometer  spectrometer 

a.  Optical  head 

b.  Electronics  console 

5.  Time  averaging  computer  unit  (Coadder) 

6.  Digital  paper- tape  punch  unit 

The  first  set  of  measurements  made  revealed  that  ob¬ 
servations  of  samples  in  a  room  environment  at  ambient 
temperatures  obscured  any  change  in  emission,  thereby  blur¬ 
ring  any  spectral  detail  in  the  reduced  data.  To  reduce 
the  effects  of  a  fluctuating  background  and  spurious  emission, 
a  "cold  box"  was  constructed.  The  box  consisted  of  a  large 
thermal  mass  of  copper,  a  reservoir  for  dry  ice  or  other 
coolant,  a  hotplate  for  heating  samples,  a  window  for  the 
instrument,  and  temperature-monitoring  thermistor  beads. 

Figure  10  shows  the  construction  of  the  cold  box. 

If  the  cold  box  is  used  at  room  temperature,  the  large 
thermal  mass  prevents  any  fluctuation  in  temperature.  If 
the  box  is  used  with  dry  ice,  then  the  temperature  of  the 
background  is  lowered  to  a  level  that  makes  background  e- 
mission  negligible.  The  box  is  constructed  in  such  a 
manner  as  to  allow  the  sample  to  be  heated  while  the  back¬ 
ground  is  at  -70°C. 

B.  Data  Processing 

For  each  sample,  enough  scans  were  coadded  to  give  an 
8~volt  peak-to-peak  inter ferogram  (see  Theory  of  Operation). 
The  resulting  enhanced  inter ferograms  were  punched  on  paper 
tape  for  computer  processing. 

Two  computer  programs  were  used  for  the  processing  of 
the  data.  (The  processing  is  schematically  diagramed  in 
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Figure  3.)  The  interferogram  on  paper  tape  was  first 
processed  by  Program  A,  which  computed  the  inverse  Fourier 
transform  of  the  interferogram.  The  inverse  Fourier  trans¬ 
form  is,  in  fact,  the  spectrum  of  the  source  uncorrected 
for  the  instrument's  response  function.  The  output  of 
Program  A  is  also  a  paper  tape. 

The  output  of  Program  A  was  processed  by  Program  B, 
which  has  an  additional  input  of  calibration  constants. 
Program  B  computes  the  absolute  radiance  spectrum  of  the 
source  corrected  for  the  instrument  function  and  has  an 
output  of  a  paper  tape  which  is  used  as  an  input  to  the 
incremental  point  plotter. 

An  incremental  point  plotter  having  an  accuracy  of 
0. 01  inch  was  used  to  plot  the  power  spectrum  of  each  source 
on  a  linear-linear  plot.  This  plot,  together  with  the  en¬ 
closed  blackbody  overlay,  defines  the  emissions  of  the 
materials  in  the  sense  of  the  fabrics'  efficiencies  as  heat 
radiators;  both  also  define  any  identifying  spectral  struc¬ 
ture  which  may  be  present  due  to  the  composition  of  the 
material. 

Two  basic  computer  programs  were  used  to  process  the 
test  data.  (See  Appendix  B  for  complete  programs).  Pro¬ 
gram  A  converts  the  interferograms  into  the  taw  spectra 
by  taking  the  inverse  Fourier  transform  of  the  interfero¬ 
grams.  Program  B  corrects  the  raw  spectra  for  the  instru¬ 
ment  function  yielding  absolute  power  spectra. 

Program  A  computes  a  spectrum  from  an  interferogram  by 
taking  the  real  part  of  the  Fourier  integral  of  the  inter¬ 
ferogram  signal  as  a  function  of  time.  That  is; 

T 

J-27rimt 
I(t)  e  dt 

-T 


A(m)  =  intensity  of  source  as  a  function 
of  audio  frequency,  m 

t  =  one-half  the  sweep  time 
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I(t)  =  the  interferogram  signal  as  a  function  of 
time 

m  =  audio  frequency  (m  =  Kv  where  v  =  wave 
number  of  incident  radiation) 

The  spectrum  produced  by  Program  A  is  uncozrected  for  the 
instrument  function  and  is  linear  in  audio  frequency,  m, 
hence,  it  is  also  linear  in  wave  number. 

Program  B  uses  as  inputs  the  uncorrected  spectra  com¬ 
puted  by  Program  A  (punched  on  paper  tape),  and  the  pre¬ 
viously  determined  calibration  information  for  the  instrument. 

The  responsivity  of  the  instrument  as  a  function  of 
audio  frequency,  m,  is  defined: 


A(m) 

K  - 


Ng  =  radiance  of  the  blackbody  source 

N.  =  radiance  of  the  detector 
a 

A(m)  =  the  response  of  the  instrument 


Ng  and  were  computed  by  measuring  the  temperatures  of  the 
source  and  detector,  and  A(m)  was  directly  measured.  From 
these  values,  the  responsivity,  Re,  as  a  function  of  m  was 
determined. 

For  the  first  group  of  sample  spectra,  the  detector  is 
cooler  than  the  source  and  its  temperature  is  recorded.  Hence 
the  absolute  radiance  is  calculated  by  Program  B,  using  the 
following  relationship: 


(N  ) 


A(m) 


+  • 


Program  B  also  converts  the  audio  frequency  to  its  corres¬ 
ponding  wavelength,  X,  in  microns  by  the  relationship 


X 


K 

m 


The  output  of  Program  B  is  a  punched  paper  tape  which  con¬ 
tains  the  radiance  of  the  source  as  a  function  of  wavelength. 
The  plot  has  a  linear-vertical  scale  in  micro-watt/cm2-ster-n 
versus  a  linear-horizontal  scale  in  microns. 

IV.  RESULTS 

A.  Experimental  Results 

The  first  group  (Group  I)  of  emission  measurements  was 
obtained  from  fabric  samples  maintained  at  temperatures  in 
the  50°C  to  60°C  range.  Table  II  lists  the  fabrics  which 
were  tested  in  a  20°C  dry  room  environinert,  without  use  of 
the  "cold  box"  and  shows  the  sample  temperature  during 
measurement. 


TABLE  II 
FABRIC  TYPES 


Spectrum  Fabric  Temperature  (°c) 


1 

Cotton  Towel,  reactive  dye 

51 

2 

Cotton  towel,  reactive  dye 

51 

3 

Cotton  towel,  reactive  dye 

51 

4 

Cotton  towel,  reactive  dyf 

52 

5 

Wool/nylon  shirting,  16  oz; 

0154-58 

58 

6 

Wool/nylon  shirting,  16  oz; 

0154-58 

58 

7 

Wool/nylon  shirting,  16  oz; 

0154-58 

58 

8 

Wool/nylon  shirting,  16  oz; 

0154-58 

60 

22 


Table  II 

-  Fabric  Type?  Continued 

Spectrum 

Fabric  Temperature 

lie! 

9 

Fiber  6-sateen,  8.5  oz. ,  OG-106,  37 

VEE-1545A 

59 

10 

Fiber  6-sateen,  8. 5  oz. ,  OG-106,  37 

VEE-1545A 

58 

11 

Fiber  6-sateen,  8.5  oz. ,  OG-106,  37 

VEE-1545A 

60 

12 

Wool  flannel,  OG-108,  vat  dyed 

57 

13 

Wool  flannel,  OG-108,  vat  dyed 

58 

14 

Wool  flannel,  OG-108,  vat  dyed 

56 

15 

Nylon  oxford  acid  dyes 

60 

16 

Nylon  oxford  acid  dyes 

59 

17 

Nylon  ballistic  cloth,  OG-106  (std) 

57 

18 

Nylon  ballistic  cloth,  OG-106  (std) 

57 

19 

Nomex  twill,  VEE-166-2A 

56 

20 

Nomex  twill,  VEE-166-2A 

58 

21 

Wool  serge,  18  oz.  85-0717 

58 

22 

Wool  serge,  18  oz.  85-0717 

55 

23 

Wool  serge,  18  oz.  85-0717 

57 

24 

Cotton  sateen,  9  oz. ,  RBP  topped,  OG 
w/Permel 

-107 

59 

25 

Cotton  sateen,  9  oz. ,  RBP  topped,  OG 
w/Permel 

-107 

56 

26 

Nylon  oxford,  acid  metallized 

59 

27 

Nylon  oxford,  acid  metallized 

60 

28 

Nomex,  5419,  8.9  oz.  duck,  coated  on 

1  side 

58 

29 

Nomex,  corduroy,  aluminized 

56 
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From  these  fabrics,  the  following  four  were  selected  for 
study  in  the  second  part  of  the  program: 

1.  Nylon,  oxford,  acid  metallized 

2.  Nomex,  twill  Vee-lS6-2A 

3.  Wool  serge,  18  oz.  85-0717 

4.  Fiber  6-sateen,  8.5  oz.  0G-106,  37  Vee-1545A 

In  addition,  cotton  poplin,  4  oz.  OG107,  vat  was  added  at 
the  suggestion  of  the  Project  Officer.  These  fabrics  were 
placed  in  the  "cold  box"  and  the  effects  of  variation  of  the 
following  parameters  on  the  spectra  were  measured. 

A.  Temperature 

1.  20°C 

2.  -40°C 

3.  60°C 

B.  Humidity 

1.  Low  humidity 

2.  High  humidity 

C.  Infrared  Background 

D.  Insulation-Effect  on  Spectrum 


The  reduced  spectra  for  these  samples  are  presented  as 
groups  II  through  VII.  The  following  is  an  outline  of  the 
procedure  for  recording  each  group. 

GROUP  II  -  Cloth  Surface  and  Ambient  20°C  -  The "cold  box" 
was  used  with  the  interior  slightly  below  room  temperature  (20°C). 
Each  of  the  material  samples  was  placed  in  the  box,  allowed  to 
reach  equilibrium  with  the  interior  of  the  box,  and  then  the 
spectrum  was  recorded. 
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GROUP  III-  Cloth  Surface  and  Ambient  -44°C  -  The  cold  box 
coolant  reservoir  was  filled  with  dry  ice  and  the  temperature 
was  allowed  to  reach  equilibrium.  The  temperature  of  the 
walls  of  the  box,  the  sample  holder,  and  the  sample  was  -44°C. 
The  spectra  show  that  there  was  very  little  total  emission 
from  the  sample  at  this  temperature. 

GROUP  IV  -  Cloth  Surface  20°C  Ambient  (background)  -44°C  - 
With  the  walls  still  at  -44°C,  the  temperature  of  the  sample 
and  sample  holder  was  raised  to  20°C.  There  was  negligible 
emission  from  the  background  at  this  temperature,  and  any  spec¬ 
tral  detail  would  be  real. 

GROUP  V  -  Cloth  Surface  60°C  Ambient  -40°C  -  The  temper¬ 
ature  of  each  material  sample  was  allowed  to  reach  +60°C  and 
its  spectrum  was  recorded. 

GROUP  VI  -  Cloth  Surface  60°C  Ambient  13°C  -  Variation  of 
Humidity  mv-  el ~or  of  th^  "cold  box"  was  lined  with  damp 
absorbent  material.  Using  a  humidity  gauge  that  was  placed  in 
the  chamber,  the  humidity  was  recorded  and  the  spectral  infor¬ 
mation  was  gathered  at  several  different  relative  humidities. 

GROUP  VII  -  Hotplate  65°C  Ambient  -40°C  -  Fabric  Insulated  - 
The  hotplate  was  heated  to  65°C.  Five-righths  Of  an' inch  Of 
foam  insulation  was  placed  between  the  cloth  surface  and  the 
hotplate.  Each  material  was  left  in  this  condition  for  25 
minutes  before  the  spectrum  was  recorded. 

By  using  the  enclosed  blackbody  overlay  with  the  resul¬ 
tant  spectra,  the  emission  spectrum  of  each  fabric  can  be 
compared  to  the  emission  spectrum  of  the  blackbody  at  the 
sample  temperature,  thus  indicating  the  fabric  emissivity. 

B.  Sources  of  Error 


The  radiation  reaching  the  detector  of  the  instrument 
from  the  source  is  actually  the  superposition  of  radiated  and 
reflected  radiation  from  many  sources.  Figure  11  shows  the 
phenomena  quite  graphically:  radiation  is  emitted  from  the 
source;  scattered  and  absorbed  by  the  atmosphere?  mixed 
with  radiation  emitted  and  reflected  from  background  objects; 
modified  by  the  transmission  characteristics  of  the  windows, 
lenses,  beamsplitters  in  the  instrument;  further  mixed  with 
emitted  radiation  from  the  inner  surfaces  of  the  instrument; 
and  finally,  altered  by  the  instrument  and  the  interpretation 
of  the  reduced  data®.  In  the  case  of  the  measurements  made 
for  this  report,  all  the  sources  of  error  due  to  the  instru¬ 
mentation  were  corrected  by  a  computer  program.  Therefore, 
only  the  background  characteristics  are  of  concern.  There 
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are  two  means  of  working  with  background  interference:  one 
is  to  eliminate  it  as  much  as  possible,  and  the  other  is  to 
understand  it  and  let  it  be  a  factor  in  interpreting  the 
data.  Both  of  these  methods  sure  used  in  this  report. 

For  example,  if  the  background  is  cooled  so  that  it  ra¬ 
diates  considerably  less  than  the  source  of  interest,  then 
the  radiation  and  reflection  due  to  the  background  is  lessened, 
making  more  accurate  measurements  possible.  Figure  12  illus- 
strates  this  effect  more  fully.  In  the  description  of  the 
experimental  procedure,  the  construction  of  a  "cold  box"  is 
detailed.  This  box  is  used  for  the  reduction  of  backgroc.  J 
radiation.  Much  of  the  data  used  in  this  report  were  taken 
inside  the  chamber. 

For  analysis  of  the  data,  it  was  important  for  the  tem¬ 
perature  of  the  source,  fabric,  background,  and  instrument  to 
be  known  exactly,  for  an  error  of  a  few  degrees  in  source  of 
instrument  temperature  can  significantly  change  the  total 
emission  characteristics  cf  the  reduced  spectrum.  This  error 
occurs  when  the  parameters  of  the  experiment  are  put  into 
the  computer. 

C.  Terrain  Features 

Terrain  features  are  defined  as  all  objects  other  than 
the  source  of  interest  that  contribute  to  the  radiant  flux 
reaching  the  instrument.  This  includes  earth,  grass,  trees, 
water,  sky,  clouds,  and  atmosphere.  The  spectra  of  certain 
terrain  features  were  taken  by  Block  Engineering  independent¬ 
ly  of  this  study.  These  terrain  features  were  sand  and  dirt, 
trees,  a  river,  and  a  brick  building. 

Sand  and  dirt  have  a  high  emissivity  and,  due  to  their 
granular  nature,  act  as  good  blackbody  radiators.  A  fabric 
sample  at  the  same  temperature  as  sand  and  dirt  would  have 
about  the  same  spectral  chacteristics,  and  the  total  emis¬ 
sivity  from  each  would  be  equal.  The  spectrum  of  a  group 
of  trees  shows  structure  at  10. 8 n  and  11. 5 n.  Aside  from 
this,  there  is  nothing  to  differentiate  the  spectrum  of 
trees  from  the  spectrum  of  a  fabric  sample.  The  spectrum 
taken  of  a  river  shows  mostly  radiation  reflecting  from 
other  sources,  and  could  be  called  a  continuum.  The  spec¬ 
trum  of  a  building  shows  structure  at  6^,  l\x,  and  12^. 

This  spectrum  is  also  a  composite  of  reflected  and  emitted 


radiation,  and  differs  very  little  from  the  other  terrain 
features. 


In  Section  V,  (Conclusions),  the  effect  of  background 
feature  reflection  and  radiation  on  the  source  is  discussed 
and  related  to  the  fabric  spectra.  This  spurious  reflection 
and  radiation  causes  the  same  spectral  masking  and  blending 
of  terrain  features  as  it  does  of  the  fabric  samples,  so 
that  terrain  measurements  made  in  the  field  will  vary  with 
changing  ambient  conditions.  A  change  in  the  ambient  temper¬ 
ature,  cloud  cover,  or  sun  position  may  all  change  the  spec¬ 
tral  characteristics  of  the  source. 

With  measurements  made,  either  in  the  field  or  in  the 
laboratory,  it  is  almost  certain  that  a  portion  of  the  op¬ 
tical  path  will  be  exposed  to  the  air.  The  atmosphere 
absorbs  and  scatters  radiation  from  the  source.  Figure  13 
shows  the  transmission  of  a  1000-foot  path  through  the  at¬ 
mosphere.  3  However,  in  measurements  for  this  report,  the 
main  concern  would  be  the  H2O  and  CO2  absorption  bands  at 

2.7  ,4.2  ,  and  6.5  ,  due  to  the  relatively  short  path 

lengths  of  air  experienced  in  the  experiment. 

The  same  parameters  that  affect  the  total  emission 
measurements  of  fabrics  would  affect  total  emission  of  ter¬ 
rain  features. 

V.  CONCLUSIONS 


Owing  to  the  number  of  spectra  taken,  and  the  wide 
variety  of  conditions  under  which  they  were  taken  during 
the  course  of  these  tests,  it  is  felt  that  the  data  presen¬ 
ted  here  are  conclusive.  There  are  two  basic  physical  reasons 
for  the  lack  of  spectral  detail  in  these  measurements.  The 
first  reason  is  that  the  small  variations  in  the  weave  of 
the  cloth  act  as  blackbody  radiators,  thus  masking  spectral 
detail.  Second,  the  observation  of  the  samples  in  a  room 
environment  gave  rise  to  spurious  reflection  of  radiation 
from  walls,  ceiling,  light,  etc.  Kirchoff's  law  states: 
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where  €  =  emissivity 

t  =  transmissivity  =  0 
p  *  reflectivity 


Since  the  sum  of  emissivity  and  reflectivity  equals  a 
constant  (1)  a  rise  in  reflectivity  means  a  corresponding 
decrease  in  emissivity®.  The  use  of  the  cold  box  largely  e- 
liminates  spurious  emission  and  reflection. 

Figure  21  shows  two  superimposed  spectra  of  the  same  fab¬ 
ric  at  the  same  temperature.  The  only  difference  in  the  two 
measurements  is  that  the  background  of  A  was  at  room  (and 
sample)  temperature  while  the  background  of  B  was  at  -44°C. 

The  difference  in  the  maximum  heights  of  A  and  B  is  the  reduc¬ 
tion  in  reflection  resulting  from  cooling  the  background.  It 
can  also  be  seen  that  certain  detail  appearing  in  spectrum 
B  is  almost  totally  masked  in  spectrum  A.  This  increase  in 
reflectivity,  brought  about  by  the  sample  being  at  the  same 
temperature  as  the  surroundings,  is  the  largest  deterrent ttoo 
taking  significant  spectra  in  the  field.  To  show  that  the 
amount  of  spectral  detail  is  an  ambient  condition  dependent 
phenomenon,  consider  the  following. 

On  a  clear  day,  the  radiant  emittance  from  the  sky  has  the 
spectral  distribution  as  shown  in  Figure  14  below®. 


Figure  14:  Radiance  of  Clear  Sky 
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If  a  sample  were  observed  under  clear  sky  conditions,  the 
8n  to  12.  5p  region  of  its  spectrum  would  show  very  little 
reflected  radiation,  and  largely  true  sample  spectrum;  however, 
on  an  overcast  day,  the  sky  spectrum  has  the  shape^  shown  in 
Figure  15. 


Figure  15:  Radiance  of  Cloudy  Sky 


It  can  be  seen  that  the  emission  in  the  8p  to  12p  portion 
of  the  spectrum  is  much  greater,  and  hence,  the  radiance  re¬ 
flected  by  the  sample  would  be  greater  in  this  region,  giving 
a  false  total  emission  measurement.  Add  to  this  effect  the 
reflected  radiance  from  trees,  grass,  water,  and  rocks  and  it 
can  be  seen  that  the  resultant  spectrum  could  be  an  ambiguous 
representation  of  the  sample. 

The  spectra  taken  under  conditions  of  varying  humidity  show 
that  the  change  in  humidity  affects  the  spectrum  much  less  than 
changing  the  background.  For  significant  path  lengths  between 
the  source  and  the  instrument,  the  water-absorption  bands 
would  increase  in  strength  with  an  increase  in  humidity,  but 
the  other  portions  of  the  spectrum  would  remain  unchanged. 

The  spectra  taken  with  insulation  placed,  between  the  hot¬ 
plate  and  the  sample  show  that  the  radiance  from  the  cloth 
surface  is  less  when  insulation  is  present  than  when  insula¬ 
tion  is  absent.  It  can  be  concluded  thit  the  rate  of  radiation 
exchange  between  the  hotplate  and  the  c^oth  surface  is  slower 
through  insulation  than  it  is  when  the  cloth  and  hotplate  are 
in  direct  contact.  The  spectrum  of  the  insulated  cloth  cannot 
be  distinguished  from  the  spectrum  of  cloth  at  room  temperature. 
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VI.  RECOMMENDATIONS  FOR  FURTHER  WORK 

The  data  presented  in  this  report  comprise  a  fairly 
rigorous  measurement  program  directed  towards  the>  determina¬ 
tion  of  the  complete  emission  characteristics  of  fabric 
samples  under  laboratory  conditions.  It  is  concluded  that 
terrain  features  and  ambient  conditions  have  a  very  large 
effect  on  any  measurements  taken  under  field  conditions. 
Therefore,  it  will  be  difficult  to  correlate  laboratory 
emission  studies  to  field  conditions  because  of  the  many 
variables  involved.  More  work  in  the  total  emission  of 
fabrics  should  now  be  performed  in  a  field  environment,  and 
a  better  understanding  of  the  exact  difference  between  the 
emission  of  fabrics  and  the  emission  of  terrain  may  be  de¬ 
rived.  Such  work  could  lead  to  the  development  of  fabrics, 
methods  of  treating  fabrics,  or  methods  of  utilizing  fabrics 
so  that  fabrics  cannot  be  differentiated  from  background 
features.  It  is  further  recommended  that  no  further  labora¬ 
tory  work  be  undertaken.  Field  measurements  should  be  the 
next  extension  of  this  work. 
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13.  Abstract  (continued) 

field,  there  is  inter-reflection  between  the  terrain  features 
and  the  sample,  sky  radiance,  atmospheric  absorption,  and  reflection 
from  background  objects  of  the  fabric,  giving  a  spectrum  that  is  not 
representative  of  the  sample.  - 
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